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Abstract Terahertz pulsed spectroscopy was used to qualita-
tively detect ciprofloxacin hydrochloride monohydrate
(CPFX·HCl·H2O) in tablets, and terahertz pulsed imaging
(TPI) was used to scrutinize not only the coating state but also
the density distribution of tablets produced by several manu-
facturers. TPI was also used to evaluate distinguishability
among these tablets. The same waveform, which is a unique
terahertz absorption spectrum derived from pure
CPFX·HCl·H2O, was observed in all of the crushed tablets
and in pure CPFX·HCl·H2O. TPI can provide information
about the physical states of coated tablets. Information about
the uniformity of parameters such as a coating thickness and
density can be obtained. In this study, the authors investigated
the coating thickness distributions of film-coated
CPFX·HCl·H2O from four different manufacturers. Unique
terahertz images of the density distributions in these commer-
cial tablets were obtained. Moreover, B-scan (depth) images
show the status of the coating layer in each tablet and the
density map inside the tablets. These features would reflect
differences resulting from different tablet-manufacturing
processes.
Keywords Terahertzpulsedspectroscopy .Terahertzpulsed
imaging .Coating .Densitydistribution .Tablet .Imaging
methods .Ciprofloxacin
Introduction
The electro-magnetic wave on terahertz region is generally
defined from 0.1 THz to 10 THz (3.3 to 333 cm
−1). This
electro-magnetic region has also been known as a far-
infrared wave region. But, an irradiated light energy from
a typical far-infrared spectrometer equipped with a high-
pressure mercury lamp will drop at a frequency below
1 THz drastically. Recent development of laser devices
and semi-conductors has allowed us to use coherent tera-
hertz wave with lower frequency. In a terahertz region,
vibrational information about weak intermolecular energy
such as crystal lattice, hydrogen bonding, and van der Waals
force can be detected [1–6]. This leads to applications in the
pharmaceutical and chemical industries such as the detec-
tion of polymorphs [2, 7–13]. A number of authors have
shown that unique terahertz spectra can be obtained for
active pharmaceutical ingredients (APIs), illegal drugs, and
explosives [7, 9, 12]. The assignment of spectroscopic
bands in this region of the spectrum remain challenging
due to the complicated properties of crystalline materials,
but a number of groups are having some success. Compar-
ative studies between hydrates and their anhydrides have
been reported by Kogermann et al. [14] and others [15, 16].
These authors have also investigated the thermodynamics of
phase transformation following dehydration.
A time domain terahertz technology (terahertz pulsed
technology) is non-destructive analytical tool for investigat-
ing pharmaceutical materials and products. This technique
can provide two modes which are an imaging mode known
as terahertz pulsed imaging (TPI) and a spectroscopic mode
known as terahertz pulsed spectroscopy (TPS). Especially,
TPI can produce images or maps which are obtained by
detecting reflected pulses from each pixel on a tablet or
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DOI 10.1007/s12247-012-9130-1other dosage forms. Terahertz pulses are irradiated at each
pixel on a tablet and penetrate, and echoes or reflections from
layers are measured. Then, TPI also obtain depth information
at each pixel. The detection time and intensity of reflected
wave is affected by the refractive index of the sample. For a
coated tablet, this time-of-flight technique makes detector
distinguish different arriving time of terahertz pulse. The
reflected pulses which are originated from the interface be-
tween coating layer and the surface of core tablet or another
coating layer in the tablet are detected, and information of the
timeofflightisusednotonlytocalculatethecoatingthickness
but also to acquire 3D images of a coated tablet. Ho et al.
[17–19] reported that not only the coating thickness but also
the density of the coating can influence the quality perfor-
mance of sustained-release film-coated tablets. The authors
were able to use the intensity of the terahertz reflected pulse
from a coating to model the changes in refraction of terahertz
pulsed wave which is correlated with changes in density of
coating [19–21]. Recently, we applied TPI to the nondestruc-
tive testing of a transdermal drug delivery system. These
products have a crystal reservoir system inside a membrane
that controls the release rate of an active ingredient from the
matrix into the skin by forming crystals [22]. Thus, a terahertz
pulse wave can penetrate comparatively deeply and provide
physical and/or chemical information inside a solid pharma-
ceutical nondestructively. These advantages suggest that TPI
would be applicable as a nondestructive analytical tool not
only for process control but also for the quality analysis of
commercial products.
In this paper, we compare the terahertz absorption spectra
of pure API component with those contained within the solid
dosage form. We also obtain terahertz images of four film-
coated ciprofloxacin hydrochloride monohydrate
(CPFX·HCl·H2O) tablets. In this product, the coating has the
very important role of protecting the API against degradation
caused by light and/or humidity. The authors analyze the
coating uniformity and the density of components inside
tabletsandevaluatethedistinguishabilityamongseveralkinds
of commercial tablets that have the same clinical application.
Experimental
Materials
To obtain the terahertz absorption spectra of pure mate-
rials, CPFX·HCl·H2O was purchased from Wako Pure
Chemical Industries Ltd. (Osaka, Japan). This compound
was used without any further purification. Polyethylene
(particle size,<80 μm) used to prepare the sample pel-
lets was purchased from Induchem AG (Volketswil,
Switzerland).
CPFX·HCl·H2O tablets were obtained from five different
commercialsources(BayerHealthcareCo.Ltd.(Osaka,Japan),
Sawai Pharmaceutical Co. Ltd. (Osaka, Japan), Nichi-iko Phar-
maceutical Co. Ltd. (Toyama, Japan), Choseido Pharmaceuti-
cal Co. Ltd. (Tokushima, Japan) and J-Dolph Pharmaceutical
C o .L t d .( S h i g a ,J a p a n ) ) .
All commercial tablets used in this study were a round
shape and had a central band. The weight, diameter, and
labeled amount were 305 to 310 mg, about 10 mm, and
232.8 mg (as hydrochloride salt monohydrate), respectively.
Instruments and Measurement Conditions
The terahertz pulsed spectra of the pure CPFX·HCl·H2O and
the crushed commercial tablets were obtained using TPS
Spectra 3000 terahertz spectrometer (TeraView Ltd., Cam-
bridge, UK). Each sample was measured using a spectral
range from 120 to 2 cm
−1 and a spectral resolution of
1.5 cm
−1. A spectrum was obtained by averaging 1,800
scans and took 1 min. Measurements were obtained by
transmittance mode in a dry nitrogen-purged sample com-
partment. Blackman–Harris term 3 was used as the apodiza-
tion function. The data were collected using TPS spectra
version 1.17.0 (TeraView Ltd.).
Discs were prepared by mixing the pure sample with
polyethylene powder at a 10 % (w/w) concentration, and
the two components were mixed well. Then, 400 mg of the
mixture was pressed at 2 tons for 2 min to form a disc
between 3 and 4 mm thick and with a diameter of 13 mm.
Whole tablets were crushed in a mortar. A portion of the
powder equivalent to 10 % API was put into another mortar,
up to 200 mg polyethylene powder was added per pellet,
and the two were mixed together well. Then a pellet was
prepared in the same manner as described above.
Terahertz images of tablets were obtained using the TPI
imaga 2000 Coating Scan system (TeraView Ltd.). The
operation of this system was well described by Zeitler et
al. [11]. Images were acquired in a point-to-point mode with
a step size of 100 μm. Three measurements of each tablet
were taken, and the measurements together took about
30 min/tablet. Images were analyzed using TPI View ver-
sion 2.3.10. No sample preparation was required.
Results and Discussion
Identification of CPFX·HCl·H2O in Tablets Using TPS
The terahertz absorption spectra of the crushed tablets are
s h o w ni nF i g .1. Tablets A, B, C, and D show similar
spectral features while tablet E exhibits a different spectrum
(especially lower wavenumber than 40 cm
−1). By compar-
ing these spectra to the pure chemical species, we can see
88 J Pharm Innov (2012) 7:87–93that tablets A, B, C, and D are all consistent with each other
and with the spectra of CPFX·HCl·H2O (broken line). Al-
though the spectral feature of tablet E was different from
those of the other tablets, the spectral feature that is lower
wavenumber than 40 cm
−1 was similar to that of
CPFX·HCl·H2O. According to the enclosed documents for
the products, CPFX·HCl·H2O is the active ingredient in
each product. These results suggest that terahertz spectros-
copy can be used to identify API in tablets.
Figure 2 shows the second derivative of terahertz absorp-
tion spectra obtained from the commercial tablets. The
peaks at 60 and 46 cm
−1 were observed in all of the tablets.
The peaks at 88, 85, 84, 79, and 71 cm
−1 detected in tablet A
may be water vapor lines.
Table 1 shows the ingredients listed in the manufacturer’s
product literature. This shows that similar ingredients are
used for all tablet formulations. Unfortunately, the literature
does not disclose the percentage content of each ingredient.
Analysis of Quality Attributes of Tablets Using Terahertz
Imaging System
Density Distribution of Film-Coated Tablets
Figure 3 shows the distribution maps of the reflected peak
intensities from the surface (A) and 0.26 mm depth (B) of
the tablets obtained from each of the measured commercial
tablets, respectively. Tablets A and B each have a homoge-
neous distribution of the peak reflected strength from the
surface of the coating, while tablets C and D each have a
heterogeneous distribution. As discussed previously, Ho et
al. [17] correlated the intensity of reflection to the refractive
index of the coating from the equation
R ¼
ðn   1Þ
ðn þ 1Þ
where R is the intensity of the reflection and n is the
terahertz refractive index of the material. The intensity of
reflection from each tablet measured is shown in Fig. 3;
these values are labeled with the letter A. They indicate
differences between each of the tablets. From the equation
described above, we can relate the R to the terahertz refrac-
tive index of the coating. This is an indication of a change in
the density of the coating. During scale-up of a sustained-
release coating product, Ho et al. [19]a l s os h o w e dt h a t
similar changes in the density of the coating (or in the
intensity of reflection from the tablet) can affect product
performance. In the case of the tablets studied in this paper,
the coating prevents the decomposition of API by light
exposure. So, we do not expect the coating to affect the
tablets’ dissolution performance. However, this study will
provide the sensitivity needed for terahertz measurements
against this parameter. We also observe a variation in the
intensity of reflection across the surfaces of tablets A and B.
This may suggest regions of defective coating or changes in
local density on the tablets.
A terahertz dataset allows the experimenter to gener-
ate maps at different depths within a tablet without
sectioning the tablet. Image B in Fig. 3 shows the
distribution of relative refractive indices changing from
the tablet surface to a depth of 260 μm. In the images
of tablets A and D, the changes in refraction of tera-
hertz pulsed wave by penetrating of component which
has different refractive indices are larger at the centers
of the tablets than at their outer circles. And tablet B
shows comparatively large changes in refraction of ter-
ahertz pulsed wave through the wider area of the tablet.
In the image obtained from tablet C, small areas having
comparatively small changes in refraction of terahertz
pulsed wave appear in the center of the tablet. Mean-
while, the edge of the tablet shows larger change in
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Fig. 1 Terahertz spectra of ciprofloxacin hydrochloride monohydrate
(broken line) and five different commercial tablets (solid lines)
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Fig. 2 Second derivative terahertz spectra of the five different
commercial tablets
J Pharm Innov (2012) 7:87–93 89refraction. These observations indicate that features of a
tablet’s physical state resulting from the manufacturing
process, such as the uneven distribution of granule sizes
or the uneven penetration of compression force in a
mortar, will change the density of tablet components.
In-Depth Terahertz Images
The depth (B-scan) terahertz images obtained from com-
mercial tablets A–D are shown in Fig. 4. These tablets each
have a coating thickness of approximately 100 μm. The left
Table 1 Ingredients contained
in each of five commercial
tablets
Tablet A
Corn starch Magnesium stearate Cellulose
Titanium dioxide Hydroxypropylmethylcellulose (HPMC)
Carboxymethylstarch soduim Povidon Silicate unhydrate
Tablet B
Corn starch Cellulose Magnesium stearate
Titanium dioxide HPMC
Macrogol Crosspovidon Silicate unhydrate
Tablet C
Corn starch Crystallized cellulose Magnesium stearate
Titanium dioxide HPMC
Macrogol 6000 Light anhydrous silicic acid Tarc
Carboxymethylstarch soduim Lactose Carnauba wax
Tablet D
Corn starch Hydroxypropylcellulose Magnesium stearate
Titanium dioxide HPMC
Macrogol Carboxymethylstarch sodium Citric acid hydrate
Tablet E
Corn starch Crystallized cellulose Magnesium stearate
Titanium dioxide HPMC 2910
Macrogol 4000 Crosspovidon Light anhydrous silicic acid
Tablet A Tablet B
Tablet C Tablet  D
(A) (A)
) A ( ) A (
(B)
(B)
(B)
(B)
Fig. 3 Terahertz images of four different commercial tablets (a surface area and b at 0.26 mm depth from the surface)
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Fig. 4 Depth (B-Scan)
terahertz images of four
different commercial tablets
(the area to the right of each
brown line represents the inside
of a tablet)
Fig. 5 Distribution of coating
thickness (left) and histograms
(right)( upper images, Tablet A;
lower images, Tablet D)
J Pharm Innov (2012) 7:87–93 91and right sides of the brown line represent air and the
inside of the tablet, respectively. The echoes showing
several layers formed by compression are observed.
D e f i n i t el a y e r su pt o1m md e p t ha n du pt o0 . 5m m
depth appear in Tablets A and C, respectively. The
indistinct echoes can be seen in Tablet D. On the other
hand, indistinct but layer-like echoes are observed in
Tablet B. Those observations suggest that unevenly pen-
etrated compression force into the tablet. Further study
is necessary to explain the details of these results.
However, features of the pre-compression state, such
as the particle size distribution of components in a
mortar, would be affected by the penetration of com-
pression force in the tablet compaction process. This
physical property would be represented as echoes in
depth terahertz images. Thus, a depth (B-scan) terahertz
image would provide physical information about the
effects of the manufacturing process on the tablet’ss t a t e
and also would sensitively detect changes in manufac-
turing quality.
Distribution of Coating Thickness
Figure 5 shows the distributions of coating thicknesses
obtained from Tablets A and D. A histogram of the coating
thicknessofeachtabletisshownattherightsideofthisfigure.
In the case of tablet A, the coating thickness was between 105
and 125 μm, a relatively narrow range of 20 μm. The coating
thickness on the outer circuit of each tablet image shows a
tendency toward relative thickness, and that on the center
shows the opposite tendency. In the case of Tablet D, two
peaks in the coating thickness range (40 to 70 and 120 to
150 μm) appear. Moreover, the thin and thick layers are
irregularly distributed in the image. This observation definite-
ly indicates that the coating property depends on the coating
process. These results suggest that an inappropriate coating
process was performed for tablet D.
Conclusions
A tablet containing relatively large amounts of API (from
75.1 to 82.3 %) would be detected qualitatively by compar-
ison against the characteristic terahertz waveform of API.
Terahertz imaging can reveal coating thicknesses and their
distributions, the densities of components by compression,
and hollows on a tablet surface based on the detection of the
delayed reflection of terahertz pulses. Detection of the coat-
ing state and changes in the physical state, such as density
distribution inside a tablet, would contribute not only to the
identification of manufacturing quality but also to qualitative
confirmation of commercial tablets including fake (counter-
feit) and/or defective products. The TPS and imaging
techniques will be useful as nondestructive analytical tools
for the quality control of commercial tablets.
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